[Radionuclide sensitivity of a plastic scintillator].
To determine experimentally the radionuclide sensitivity of the scintillation detector is not always possible. The reasons for the selection of the methodology of computing relative radionuclide sensitivity for a through-well scintillator is the purpose of the study. The design data are supported by the experimental results using standard radioactive solutions, the correlation between the design and experimental data being within the error +/- 5%.